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: The technic suggested in the following pages is c after a ouret 
“perusal of many text books and a study made of te teotese wate by 
number of prominent medical men using low volt current generators in an effort 
suggest to the reader a basis of procedure to apply the low volt currents of nade 
therapy in conditions in which they ere indiceted, The technic (SEE tora te be 
followed to the letter, as conditions in individual instances will often alter 
methods of procedure, length of time of treatment, and the current used. 





Careful study of the following suggested technic, to 

¢ gether with refere! 

the chapters on physical effects and physics of the current suggested to be ek be fh 
enable the physician to work out intelligently his own technic for treating the pore 
in hand, and to apply it with best possible resultse 


ADHESIONS £ 
‘ost operative, intreaabdominal and pelvic adhesions may often be prevented by 
using the Surging Sine Weve Current as soon as possible after wound is healed and 
acute symptoms subside, thus eliminsting the long continued use of abdominal 
supporters. 

Technic: Surging Sine Weve Current (2-2) 

Surface electrode 5x8 on back opposite wound. 

Surface electrode 4x5 over wound. 

Set surge indicator on 15. 

Current sufficiently strong to cause, first, mild contractions, gradually 
jnereesing strength with each successive treatment depending on the condition of the 
wound and the comfort of the patient. 

Time of treatment, 10 minutes. 

Frequency of treatment, 5 times weekly 


ANKLE 
(See Joints, Traumatic) 
ANKYLOSIS, Partial . 
Technic: Short Wave Current or Diathermy to thoroughly heat is oa and to i 
rent - (2-2 


inerease circulation, followed by Surging Sine Wave Cur: 
Surface electrode of proper size to cover are 


belew the joint. 
7 Set surge indicator on 36. 
Current strength sufficient to deeply massage all musculature and to 
produce motion if possible. 
Time of treatment, 10 or 15 minutes. 
Frequency of treatment, 3 times weeklye 


a on each side or above and 









When no couse is discovered, or when the cause has been treated by usual 

1 procedures, the following technic will often reliove the spasm with bapa 

vt disappesrance of symptomsy 4 

Non-aurging Sine Wove current - (1-2) 

- Surfece electrode 6x8 over sternumy 
arface electrode 3x9 over oorvi: 


nt strength, confortable, £2 


bGwe". iy , 














mens lectrode Bx6 ty ' ney itt. 
ec cle over lower cervical and upper | L 
Surface electrode 4x5 alternately over each lung. ¥ os 
Curront strongth, toleration of patient. 

Set surge indicator on 16. 

Time of troetment, 15 minutes. 

Frequency of treatment, daily or more often as required, 
This contracts the longitudinal musclos and expels the air from the lungs. 








BRACHIAL NEURITIS 
a Acute 
Brachial Neuritis is best treated by the galvanic current. In the acute 
stage, place the electrode on the back and on the anterior shoulder, with negative 
tack, positive front. In sub-ncute or chronic cases use the direct current with 
positive back, negative front, for ten minutes. If pain extends dovm the arm the 
seance may be divided between shoulder and forearm, using following technics 
Technic: Non-surging Galvanic Current - (1-1) 
Rectangular electrode wrapped eround wrist - Negative Pole. 
Surface electrode 4x5 thoroughly saturated with hot water applied over 
clavicle = Positive Pole, 
Current strength, 5 to 8 M.A. No more. 
Time of treatment, 15 minutes. 
Frequency of treatment, 3 times weekly, daily if severe, 
= cases: Above technic followed by Surging Sine Wave Current - (2-2) 
Technic: Surface clectrodes placed as above. 
Depending on the case in hand, set surge indicator somewhere between 8 and 
24. 
Current strength, sufficient to contract muscles without too much pain. 
Frequency of treatment, 5 times weeklye 
The above technic may at first aggravate pain, which will subside after 


muscles heve workede 
In acute inflermsory neuritis, the Sine Wave Current should not be used. 


BROMIDROSIS 

Fechnic: Galvanic Current - (1-1) 
The feet arc immersed in a solution of Sodium Chloride 5% and connectod 
ve pole, Glass tray used, with surface electrods in it. Large surface 
hands in contact with it - Positive Poles 










to negati 
electrode is placed on the patient's lap, 


Current strength, tolerance. 
Time of treatment, 30 minutes. 
Frequency of treatment, twice weekly for three weekse mi 

Results that can be- secured: In most cases relief is immediate.s Lessening 


of amount of sweat. Acidity is neutralized. 





lave or Diathermy thru region of dilated Bronchus followed ae 


i ng Sine Wave Current - (2-2) = 
ss Surface electrode 5x8 over chest approximating the lee 


electrode 8x8 over fourth end fifth 
olerat i ve 













28 pre ve begs poe ; Miah ah 

uPso low clavicle t Td 7 

Benen 8" ree 
rength, toleration of 

Time of treatment » 10 minut: ane Y 


Frequency of troatment, 3 timos weekly, daily in tho boginning if possible, — 









Galvanic Current = (1-1) 
Small pad electrode placed over the bursa - Negative Pole. - 
Large pad electrode placed on calf of leg - Positive Pole. 
Current strength, tolerance, 
Time of treatment, 20 minutes, 
With electrodes in same position te SRE 
Baahaabacanes persed P switch to Rapid Alternating Surge = (4-2), 
Frequoncy of treatment, 3 times weekly. 
The above treatment is used in both acute and chronic stages, As a rule this 
condition is cleared up in nine treatmonts. ; 
Results that can be obtained: In acute stage, the pain can be relieved im- 
mediately. The swelling can be reduced. In the chronic stage the fibrous bursa 
ean bo softened and broken up. The frequent inflammatory attacks can be relieved 
and terminated. 

























CERVIX, Stenosis of 
jchnic: Non-surging Galvanic Current - (1-1) 

Use uterinc dilators varying from 6 to 20 (French size), the smallest is to 
be used first. Dilators must be insulated to within 13 inch of tips with rubber 
tubing. The dilator is inserted to insulation - Negative Pole. 

Surface clectrode 5x8 to lower abdomen - Positive Poles 

Current strength, 3 to 5 MeAe 

Time of treatment, 5 to 10 minutes, 

Frequency of treatmont, every ten days, using slightly larger dilator each 


treatment. Never force the dilation, Negative pole will soften the tissue and 
permit dilator to enter without pressure. Most gratifying results con be accom 
plished by this method of treatment. 


CHILBLAINS 
Technic: Galvanic Current - (1-1) 
Pad electrode over affected are: 
large indifferent electrode higher up on the le, 
Current strength, tolerances 
Time of troatment, 15 minutese 
Frequency of treatments , daily if possible, for one week, Then twice 
sitar et and limbs can be given 
General stimulation of fect a sc ae 
ults thet can be obtained: Pain is relieved, inflammation 


, congestion and stesis relieved, and tingling end itching 


a - Negative Poles 
1 - Positive Poles | 













Surface electrode on neck, or lo ic electrod : i 
with tongue, or pillars of # e i 

‘eke. eo Fe isi Positive Pole. 

Time of treatment, with Non=sur, 


DYSMENORREEA 
—~Tnmarrisd Women 
Technic: Non-surging Galvanic Current - (1-1) 

In dysmenorrhoa, the success of the treatment will depend on the accuracy 
of diagnosis and the cause which may be either ovarian or uterine misplacement, or 
stonosis of the cervix. Stenosis of the cervix, especially in young and unmarried 
women, is tho most common cause (see the technic for Cervix, stenosis of). By 
carefully following this procedure, the use of the Galvanic Current will produce 
permanent dilation of the cervix. The results obtained by the use of the Galvanic 
Current are in marked contrast to thoso obtained by the more common method of 
forcible diletion under anesthetics, the result of which is only temporary. 

For other causes the following technic is suggestod: 

Technic: Surfaco eloctrode 5x8 on abdomen = Positive Poles 

Surface clectrode 4x5 on back or with carbon rectal electrode, covored with 
cotton, in place - Negative Pole. 

Current strength, 10 to 12 M. A. 

Time of trcatment, 10 minutes, 

Frequency of treatment, apply troatments two days in succession precoding 
Menstruation, and three times wockly following menstruation. 

Merried Women 

Technic: Non-surging Galvanic Current - (1-1) 


Vaginal carbon electrode, covered with cotton, in place - Negative Pole. 
Surface electrode 5x8 on abdomen = Positive Pole. 


Current strength, 10 to 12 M. A. 
Frequency of treatment, same as for unmarried womens 
If accompanied by stenosis of cervix, treat the cervix using technic 


Suggested under Cervix, Stenosis of, on page 3 





’ 


(See Joints, Travmatic) 


x Cm) onic 
wae ent sa oy peta and hemorrhage. The usual method of treatment has 
dilation of tie corvix and the use of the curette to remove the pagan rp 
+ A-nuch nore satisfactory method of treatment is presente: the 
sm, the clectrolytic action of the current destroying the \ ig: i 
cs 


The antiseptic and tonic properties of the negative Bs 
omplish healthy reproductions — 5 ee Pe 


Golvenic Current - (1-1) 
ey eonpen. Anr a 0 
eae : ae 


























7 2°65 
‘Timo of troetment,18 to 20 miny 
‘Frequency of troatment, once A 


of Cervix Uteri 
at first as for Endomotritis, 







followed by one of the three suggestions 


@Q : Sigel’ ag ect Current - (1-1) 
copper 
surface of the aan Pr riclag ie nie oe SOREN OO 
Surface electrode 5x8 on abdomen - 
Surrent strength, 5 to 15 M. A 
Time of treatment, 10 minutes, 
4s) ered of treatment, every fourth day, 
; no zine or copper ball electrode i 
covered with cotton saturated in 2% Asie of sie ae ie ae 
Surfece electrode 5x8 on abdomen = Negative Pole, : 
Current strength, 10 to 15 M. A. 
Time of treatment, 15 minutos. 
Frequency of treatment, same as above 
(3) If crosions bleed easily, always use the copper metal electrode to the 
eervix - Positive Pole, 
Technic as above. 


Negative Pole. 


EYELIDS, Granulated 
fechnic: on=surging Galvanic Current - (1-1) 

A small tip copper electrode - Positive Pole, 

Surfoce electrode 4x5 on chest or beck - Negative Poles 

Evert the eyelid, holding the positive electrode as one would hold a pencil. 
Gently rub it over the granulated membrane, Have assistant gradually turn on the 
current until 1M. A. is reached. 
Time of treatment, until granules are coated a greenish graye 
Frequency of treatment, once each 4 or 5 days, 


EYE STRAIN 

Technic: Non-surging Galvanic Current = (1-1) 

Moist gauze pad placed over the eyes - Negative Poles 
Surface electrode 4x5 on the back = Positive Pole, 
Current strength, 2 to 3 M, A. 

Time of treatment, 5 minutese 

Frequency of treatment, once each weeks 


Straight Galvanic Current - (1-1) 

Pad electrode 3x3 on dorsum or top of the foot. 

_ Pad electrode 3x3 on plantar surface (sole). 

Current strength, Solera 

Time of treatment, 15 minutes. , 

ith electrodes in seme position, switch to current (5-2) 
re indicator set on 35,4 


tolerance ute 
— a five minutes, end increase three minutes at 


e nts, three timot el} “si 













Current strongth, 5 to 7 MeoA 
Time of troetment, 15 
Frequency of treatment 
HEMORREOTDS 
——" 
Carbon electrodes may be obtai i 
a ned in three sizes, that 
rted in the beginning foll bela 
ell followed by the larger sizes, as treatment of the case 
a catty Non-surging Galvanic Current - (1-1) 
(No.1 Surface electrode 5x6 placed on the abdomen 
- Ne 
Carbon ball electrode in position - Positive —* bias 
Current strength, 5 M. A, 


Time of treatment, 5 minutes, 
Frequency of treatment, twice weekly; or 


minutes, 
» 5 times woekly, 


Technic: 
(No.2) Non-surging Galvanic Current - (1-1) 
Place patient on table in Sims" position, 
A Positive pole attached to surface electrode about 5x6", patient lying on 
pads 
Special Harvey electrode attached to negative pole. 
Hemorrhoids are strained out or treated through a Brinkerhoff Speculum, 
Blectrode (needle) is thrust into top of hemorrhoid until insulating medium comes in 
contact with surface. If you sre using the new Harvey type needles with the special 
bakelite insulation, such needle is inserted until the tapered insulation itself 
is passed through the wall of the hemorrhoid until the larger diameter encounters 
the outer surface. 
Current strength, turn on gradually to 5M. A, After a moment slowly 
increase to 10 M. A. 
Time of treatment, 5 to 10 minutes, 
Indications of progress of treatment are white bubbles of hydrogen, and dark 
lines radiating from place of puncture. Hemorrhoid changing to dark purple indicates 
int complets, Each hemorrhoid is treated separately, 












RICHOSIS, Superfluous Hair ps Spal 

1 Won-surging Galvanic Current - (1~ : 
ctr der patient's hand - Positive Poles ; 

heehee tes ee Ea steel needle in needle holder = Negative Pole. 
Current strength, } to 1 M.A. on gach follicle. 

‘Rime of trontmont, about 2 to 5 seconds, 

current ic adjusted before treatment is 

cle and then have patient put hi 

ng circuit in this manner, This proo 
ilation forceps in the other han 

















eT. 


areaie This procedure neutroli 
tlh 28S tho olkalin, be the 
pogetive trestment. The negative pe eae oausthy rid und 
pane i this secondary treat; oeeiae ais ected fe ae 
; atment , irse ig Connected + y 
© the pad under 

















NAL STASIS AND PTOSIS 
wes early all eases of colo; 


nic distortion when the 


we the cause ma 
“yy Bresette ae ee tedeoree to ptosis of the stomenn verte colon alone is 
eT, ‘treatment should be eonkinee he. digestive tract ste ae stomach is 
_ aa Surging Sine Wave Current . ( Baye stomach, ‘ails to funetion 
geek Surface electrode 5x8 on spine over n, 
Surface electrode 4x5 over stonach erve supply, 
mach » 


Current strength to comfortable 4 

Time of treatment, 10 minutes, contraction, 

Frequency of treatment, twice weekly 
. 


yrris, Chronic 
fe: Non-surging Galvanic Current - (1-1) 
Surface electrode 4x5 on back of ne 
Gauze pad well saturated placed ove 
Current strength, 2 to 3 M. A, 
Time of treatment, 10 minutes, 
Frequency of treatment, every day for three days 
This treatment may be preceded with rad vg 
to advantages 








ck = Positive Pole, 
r closed eyelid - Negative Pole, 


é : r then alternate days. 
tant light for 20 minutes over closed eyelids, 





JOINTS, Traumatic 

The follov tment is exceedingly valuable in treating stiff joints as 
| elbow, ankle, mee or shoulder following fracture or inactivity due to the applica- 
tion of splint or sling, sprains or bruises, 





| Elbow 
feommic: If elbow is bent, Surging Sine Wave Current - (2-2) 
(1) Surface electrode 4x5 to back over upper dorsal regions 





Surface electrode 3x3 over back of elbow on insertion of the triceps. 
Set surge indicator on 36. 
Current strength, enough to forcibly contract extensors and rhythmically 
Streighten arm, 
Treat 
ly $0 as not to rebr 
Time of trea 
Rents progress. a 
Frequency of treatment, 5 times weeklye 
Technics If ithe is straight, surface electrode 4x5 on the backe 
(2) Surface electrode 3x3 on insertion of the biceps. 
Set surge indicator on 560 . 
Strength of current, same as above 
Time of treatment, same as abovee 


i Surging Sinc Wave Current - (2-2) 


Surface electrode 4x5 under tho eat 

Surface oloctrodc 2x3 on back of lege 

Sct surge indicator on 40+ - 
Current atrongth, sufficiont 4 per the foote 
c nont, § minutos in 
of eres tne tusertich of tibiaslis anticuse 
strength, samo as for Yat: f 
of troatment, some 05 fOr = sl 

of treatment, some 6 r) 














soon after splint is off as possible, beginning cautious- 


the recent injurye : J 
+, 5 minutes, gradually increasing to 15 minutes as treat- 

































6 Wave 
Surface electrode 3x3 ea 
be muree dndisater on 32 

rent strength, suffici, - 
Time of t ent to a 
bo ee oe preetment, 3 minutes, then mre naeee the dolab. 

t . again for 3 hee pads placing ons re 
knoo anteriorly, Treat again f » then move Ondnitetone oe a 
Current strongth, or 3 minutos, 


same 
Frequency of trentmont, 8 cm eg a 
reekly. 

































ficmiot Surging Sine Wave Current . (2-2) 
Surface electrode 3x9 between the sh 1 
Surface electrode 4x5 to Upper a: ee ee 
Set surge indicator on 32, si 
Current strength sufficient 
Time of treatment, 10 maaieee ‘Ca oe 


Frequency of troatment, 3 times weekly. 


1UMBAGO, Acute or Chronic 


ute 
fechnic: Non-surging Galvanic Current - (1-1) 
Surface electrode 4x5 on back over lumbar region - Positive Polos 


Surface electrode 5x8 on abdomen - Negati 
pt. Current strength, 10 to 15 M. A, siesllagab as: 
a jx Time of treatment, 10 minutes, 
see Frequency of treatment, 2 or 3 timos woekly, as required. 


Chronic 
Technic: Surface electrode 5x8 on abdomen - Positive Poles 
a Surface electrode 4x5 on back = Negative Pole. 
Current strength, 10 to 15 Ms A. 
Time of treatment, 10 minutes. 
Frequency of treatment, 2 to 3 times weokly. 
Follow by Non=surging Sine Wave Current (1-2) to comfortable tolerations 





hic 
MEWORREAGTIA 
Technic: Non-surging Galvanic Current - (1-1) 
Bing 
(1) Surface electrode 5x8 over abdomen = Negative Pole. 


Intrauterine copper electrode inserted in uterus - Positive Pole. 


Current strength, 5 to 8 Me As 

Time of treatment, 15 minutese F 

Use 10 M. i first treatment, and increase 1 minute each treatment, giving — 
once a week, 

1 Surface electrode 5x8 on abd 
Carbon ball clectrode covere 


omen = Negative Polee 


d with cotton inserted into Vagina ~ Positive 







Current strongth, 10 to 16 M, Ae 

Time of troatmont, 20 to 30 pastes . 

Froquoncy of treatment, twice beaga 4 
‘ace eloctrode 5x on abdomen 


< nic Current = 
Small pad electrode on 
Small size electroda 
Time of treatment, 15 
With electrodes in samo 
Time of treatment, 5 minute 
soless Conieot cloctroinetes the orden nd cranaverse 
sg mu . actrod me 
Sot surge indicator macante SuETen tt) gg 
Time of treatment, 5 minutes, 
Current strength, enough + i 
Bipecticn of Ehovonesente eh to produce distinct rising of the arch at each 
Frequoncy of treatments, twice weekly for four ks 
our weeks, 


Results that can be obtained 
2 Immed: 
joosoned and broken up. Muscvlature strempeiaeeye of pain, Adhesions can be 
“i 
















































NEURALGIA, Acute 
Feomic: Non-surging Galvanic Current - (1+1) 
Surface electrode 5x8 on a4 
(1) Dercs cleric ee on back or abdomen = Negative Poles 
a ectrode 4x5 over affected area - Positive Pole 
Current strength, gradually increased to 5 M. A 
Time of treatment, 50 minutes, a 
Frequency of treatment, three timos weckly, 
Technic: Surface electrode 5x@ on back or abdomen = Negative Poles 
(2) Pad covered with gauze sonked in 2% quinine dichloride - Positive Pole. 
Current strength, gradually increased from 5 to 8 M. A. 
Time of treatment, 15 minutes, 
Frequency of treatment, repeat for one or two days as necessarye 






WSURITIS, Acute Inflammatory 
sehmic: Non-surging Galvanic Current (1-1) 
Place one surface electrode 4x5 above and one below painful areas 
Current strength, 10 to 15M, A. 
Time of treatment, 50 minutese 
Frequency of treatment, three times weekly. 











Chronic 
Technic: Non-surging Pulseting Direct Current - (1-2) 
Surface electrode 5x8 on back = Positive Poles 
Surface electrode 4x5 covered with gauze saturated with 2% sodium 


Salicylate - Negative Polee 
Current strength, in back or legs, 
Current strength, about tho head or face, 
Tims of treatment, 20 minutese 

Frequency of treatment, 3 times weaklye ; 


10 to 15 M. As 
not to excecd 5 M. Ae 


fon-cureing Galvanic Current - (11) F eek 
eta oe sisatrone 5x6 over nerve supply ee Positive Poles 
Surface electrode 4x5 at wrist - Negative . 

Current strength, 8M. Ae ) 

Time of treatment, 






























Insert hard rubber or , 
etal passed through as a tiscn Speculum with a zinc wire or narrow strip 


¢he insulation so as to wold Wager es Be careful to 


peculum 
re ci eh May ee Golfuretaidize Ser foe ae He 
Meith the large ped on the shoring se erede mounted An the inner side, doing. 
¥ © shoulder or arm, A leat 5 i 
ound the head, with the speculum directed int eather band is easily placed 
Current strength, increase rately fees #34 Aer gl 
Time of treatment, 10 minutes, te) oAe 


Prescription for Non-Isotonic Solution 


Zine Sulphate, 


r. viiss 
Glycerine, tiny xevi 
Water, ad. oz, iiiss 


Sig:-Dilute with equal quantity of 
warm water before using (Friel) 


“PARALYSIS 
=z Tn all forms of Paralysis, the treatmont to be selected depends upon the 
@egree of nerve injury present. The current must pass through the affected muscle or 
Muscles lengthwise, never transversely. A general rule to follow in attaching 
@lectrodes is to place one over the spinal nerve supply, controlling the muscles 
affected, and the other beyond or to the extremity of the disabilitye 














For example: In treating paralysis of the arm, whatever may be the cause, 
place an electrode on the back over the 6th to 8th dorsal vertebrae, with the other 
in the palm of the hand or on the wrist, using the positive polo on the spinal nerve 
@xit in the acute or painful cases. In chronic cases, apply the negative pole to 
the spino, 


In treating paralysis of the leg, the same general procedure is carried out. 
Tt is undesirable to cause stimulation of paralyzed muscle for a period of over ten 
Minutes to prevent possible fatigue. 


STATIC, Enlargomcent 
Technic? Surface electrode 5x8 on abdomen. ‘ 
Prostatic Electrode inserted through the rectum ieee prostate. 
Apply diathermy to heat the part to comfortable toleration. 
Follow with ete Sine Wave Curronts(2-2) - same electrodes in place. 


Sct surge indicator at 40» 
Diesant atsongth, sufficient to definitely sense contraction in the rectums 


Time of treatment, 10 to 15 minutus. 
Frequency of treatment, 3 timos weekly. 













UITIS ANT 
‘on current - (1-1) 
‘ = age nee # plock tin (about 2% inches in diameter) so that 


ctrode, a thick pad of gauze well | 






















Time of treatment, 20 
| Te 
Tait, sent erent deal of thickoning of : 
[zentsation, uso ware 8 solution with the same rrnns Thich doos not reapatsd to 
ution gs ae! od ae negative pole is atiesiea oe EXCEPT where ol's 
natoss P vo pole to the 5x8 surface Miecieae Caen oa 
10 backs 



















Non-surging Galvanic Current 
- (1 
Surface electrode 5x8 at nape of ae - Positi 
Foot in foot baths of water - Nogati agian 
current strongth, 10 to 1s Mo A Poe 
Timo of treatmont, 20 minutes, 
Froquency of trontment, daily. 


This treatmont may be preceded with short wave to good advantago. 


TUM, Lack of muscle tono 
e: surging Sine Wavo Current - (2-2) 

Metal rectal bi-polar electrode i i 

3, Re mirgo indicate n rectum, to which both wires are ate 
Current strength, sufficient to contra 
u icic act 3 
Time of treatment, 5 to 10 minutes, REE eee 
Frequency of treatment, daily for 3 days then 3 times weekly 
































RETINAL HEMORRHAGE 

"Technic: Non=surging Galvanic Current - (1-1) 

Surface electrode 4x5 on back of nock = Negative Pole. 
Gauze pad moistened in warm water over eyes - Positive Poles 
Current strength, 2 M, A, 

Time of treatment, 8 minutes. 

Frequency of treatment, 3 times weekly. 


RHINITIS, Hypertrophic 
Technic: Non-surging Galvanic Current - (1-1) 
Double a picce of copper wire on itself about three inches back from 

the terminal. Wrap wire with cotton saturated with solution of adronsline chloride. 

Insert this as far back in tho nose as possible ~ Positive Poloy 

Surface electrode Sx8 on back at cervical region - Nogative Polos 

Current strongth, 2 to 5 M. As 

Time of treatment, 5 minutose 

Frequency cf troatment, 3 times weeklye 

With this technic we scoure the astringent offoct of adrenaline and the anti- 

ic and astrigent effocts of copper. If both sides are affected, treat each side 


etely, A rapid improvement oan bo expected. 


ULCER 
€: Won-surging Galvanic Current - (1-1) 
ee Score solution of hydrogen peroxide and cover 


the ulcer with 
Thoroughly elennee non-isotonic solution of zine sulphates 


with a 
ee conrad, with zine plate to which is connected the positive pole. 
must be held firmly in places 
Surface electrode 3x8 on i i = Negative Poles 
r strength, 2 to 4 Me 
20 to 30 
























» ” + 

a Current - (1-1) 

Saturate thick gauze pad in 1% solution o 

> or —— chloride, or 1% potassium iodides "re =i 
Place gauze over saturated surface el ppl this 

y sear tissue - Negative Pole. ee eee ee aonty, 

: Surface electrode 5x8 placed on any ec point 

Besite the scar = Positive Pole, aa es 

Current strength, 10 to 15 M. A. 

Time of treatment, 30 minutes, 

Frequency of treatment, daily or three times wockly. 







































(Sce Rodent) 
(See Varicose) 


WIERINE, Fibroid 

The electrical treatment of diseases of women has one clement in it, which 
prevents it from cvcr being looked upon with favor by the surgeon. While just as 
much diagnostic skill is required, as in surgery, clectrical treatment unfortunotely,- 
Toquircs an enormous amount of time, comparativoly spenkinge 





Tho diseases and functional disturbances which are amenable to successful 
treatment by clectricity are 







Amenorrhea, Dysmenorrhca, norrhagia, Cellulipis, Non-Purulont 
Salphingitis, Endometritis, Mctritis, Subinvolution, Superinvolution, 
Utorino fibroids, Deficient development, Stenosis of tho Cervix 

and Uterine Misplacomont. 


In giving technics for the use of electricity on any part of the body, it 
has to be assumed that the diagnosis is sufficiently clear, and that the operator 
is equally cautious that he may not invade pathologieal areas where the current 
would be useless or do positive harm. Nowhere should the above statement be so 
strictly followed as about the delicate structure of tho Utcrine Appondagese 
The following suggestive technic outlines procedures which apply to the majority 
of cises; the dosage required is of great importance. 


Fibroids of the subemural or sub-peritoneal variety, those large enough to 
cause obstruction of any consequency, or a rapidly growing one, in a patient under 
thirty-cight, are strictly surgical. 


With an average case of Interstitial Fibroid, whether hemorrhagic or other= 
se, the proper technic being pursued, the patient can be made symptomatically 
11, with o tumor diminished more or less, according to the faithfulness with 
hich she continues hor treatment, until pronounced unnecessarye 





The growth will disappear no more than will the Uterus, as it is a part of 


but a diminution in size to tho extent of relieving pressure, and : 
who constontly complains of discomfort, into a condition ‘of 


will result, What more could a reasonable person expect 
s of surgery sro confronted? ae > 












“13. 


a interfere with passage of the curro 
nt. Non-irritoting 
Surgical soap is 


Place tho electrode firmly o, 
eeinst the bost 
Presented surface cf the tuncr 
. 


Place meist surfece electrode 5x8 
. bs thorough ure: 
Mitien. Bo sure overy inch of its surface ats pS = nie basi 
skin, 


Connect positive pole to carben bal 
Connect nogative pole to surface ie 
current strength is then eradua his 
ae is passing, depending on se: 
seoed SO M. ei Pars 
It is best, in susceptible hypersensitive i 
Tt is % r i ationts, + 
ef the jntonded desage for a Period of 2 minutes om as ae becca ast tive aa 
Tse rosistanco thereby lessened, inerense to full dosos . vn ee 
Time of treatment, avernge 15 minutes, ; 
Frequency of treatmont, as indicated, 
If the fibroid is situated anteriorly or laterally, the point of contact 


lly increased until 
a a 2 6 current of 2 
nsation and toleration of pationt. Do ag 


D snould be adjusted accordingly, so that the current may penetrate upon it from the 


abdominal electrode: If it is not a hemorrhagic enso, the internal olectrode may 


“yerain in place and a Nen-Surging Sino Wave Curront (1-2) use through the back, for 


its local tonic scdative offect, rather than ony special action on the tumor itsolf. 
The abdoniinal clectrode, during the usc of tho Sino Weve Current, would of course 
avo to be romoved. If 2 longer poriod then twonty minutes is pormitted for a 
gelvanic current to pass through the tumor, it is quite possiblo that the paticnt 
may complain of a deop seated pain, which would be duo to the contractile inter-polar 


actions 


A word of caution here is necessary: if the patient complains of a deep pain 
lor feeling of soreness after the current is turned on, ascertain at once if there 
4s pus tube, or adhesions about the cecum or elsewhere, from which harm might come, 
if the treatment is persisted in. Possible discomfort might be caused by the vaginal 
Blectrode pressing 2 little too firmly; release it slightly to remove the difficulty. 


TERUS, Infentile 
ed Viomen 
hnic: Non-surging Galvanic Current - (lel) 
sf Surfece electrode 5x6 pleced on abdomen = Positive Pole» 
Carbon ball electrode covered with cotton saturated with water placed 
k in the vagina - Nogetive Polee 
Current strongth, 8 to 12 M. Ae 
Time of troatmont, 10 to 30 minutes. 
Frequency of treatment, twice weekly 


ed Women 
anics Surface eluctrods 5x8 over sacrume 
Surface eluctrodo 4x5 over lower abdomen 
Curront strength, 8 to 15 Me Ae 
Timo of trontment, 2 ae wooklys 
_ Freque: of trontment, Surging 
Both eeoixh en should be followed by 


surge indicator on 56+ 
strength, sufficio 
' tron! 10 





